
MicrotoxOmni Test Report

Date: 7/30/2010 02:43 PM

Test Protocol: 81.9% Basic Test
Sample: ShieldT0micro
Toxicant: -
Reagent Lot no.: -
Test description: -
Test name: ShieldStrongSealmicro
Database file: C:\Program Files\MicrotoxOmni\db1.mdb
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Plot of %Effect vs Concentration
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5 Mins Data: 15 Mins Data:
Sample Conc Io It Gamma % effect It Gamma % effect
Control 0.000   92.34 109.80 1.189 #  116.74 1.264 #  
Control 0.000   88.88 108.52 1.221 #  117.38 1.321 #  

1 10.24   85.72 76.73 0.3462 #  25.72%  84.93 0.3045 #  23.34%  
2 10.24   90.33 84.83 0.2832 #  22.07%  94.61 0.2340 #  18.96%  
3 20.48   86.39 65.73 0.5838 #  36.86%  69.79 0.5999 #  37.49%  
4 20.48   89.49 71.02 0.5184 #  34.14%  76.80 0.5060 #  33.60%  
5 40.95   92.62 52.86 1.111 #  52.64%  53.02 1.258 #  55.71%  
6 40.95   84.29 46.26 1.196 #  54.46%  47.37 1.300 #  56.52%  
7 81.90   84.98 24.68 3.149 #  75.90%  23.80 3.615 #  78.33%  
8 81.90   86.05 22.58 3.592 #  78.22%  21.07 4.278 #  81.05%  

# - used in calculation; * - invalid data; D - deleted from calcs.

Calculations on 5 Mins data:
EC50 Concentration:31.58% (95% confidence range: 27.80 to 35.86)
95% Confidence Factor: 1.136
Estimating Equation:LOG C =0.8581 x LOG G +1.499
Coeff. of Determination (R²):0.9733
Slope: 1.134
Correction Factor: 1.205

Calculations on 15 Mins data:
EC50 Concentration:30.67% (95% confidence range: 27.63 to 34.05)
95% Confidence Factor: 1.110
Estimating Equation:LOG C =0.7637 x LOG G +1.487



Coeff. of Determination (R²):0.9819
Slope: 1.286
Correction Factor: 1.292
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